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Abstract: Phosphor imaging plates (IPs) have been calibrated and proven useful for quantitative 
x-ray imaging in the 1 to over 1000 keV energy range. In this paper we report on calibration 
measurements made at XUV energies in the 60 to 900 eV energy range using beamline 6.3.2 at 
the Advanced Light Source at Lawrence Berkeley National Laboratory. We measured a sensitivity 
of ~25 ±15 counts/pj over the stated energy range which is compatible with the sensitivity of 
Si photodiodes that are used for time-resolved measurements. Our measurements at 900 eV are 
consistent with the measurements made by Meadowcroft et al. at ~1 keV. 
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1. Introduction 

Extreme Ultraviolet (XUV) photons are difficult to image because they interact strongly with most 
materials. Back illuminated charge-coupled device (CCD) cameras have been used [1], but are 
limited in active area, are difficult to clean, and the hardware is expensive. XUV sensitive film, 
such as Kodak 101, which does not have an overcoat, is fragile and requires chemical processing. 
The Computed Radiography (CR) phosphor imaging plate (IP) is an intriguing alternative because 
they have a wide number of applications, from medical radiography (the application that drove 
their initial development) to plasma spectroscopy research [2] due to their (1) large linear dynamic 
range, ~10^, (2) low cost, <$100, (3) availability in large areas, ~30 cm, and (4) sensitivity which 
is compatible with Si photodiodes. Some imaging plates have been engineered to efficiently detect 
beta-particles from tritium. One such plate is the "Kodak Storage Phosphor Screen TR" (Ref 
1041540). Meadowcroft et al. have previously reported on the sensitivity and fading characteristics 
of IPs for 1-75 keV x rays. [3] In this paper we present sensitivity measurements for the "Kodak 
Storage Phosphor Screen TR" plate in the 60 - 900 eV energy range, demonstrating that IPs can be 
successfully used for XUV imaging. 

2. Technical Approach 

The IP contains phosphor that can store a latent image which is later digitized by raster scanning its 
surface with a laser beam and recording the luminescence with a photomultiplier tube (PMT).[3] 
We used a plate which had a BaFBr phosphor, activated with Eu, chemical formula BaFBr(Eu). 
The phosphor was deposited on a flexible plastic substrate and the surface facing the XUV source 
was protected with a thin layer of cellulose acetate. [4] The IP was digitized using a commercially 
available scanner,[5] and software,[6] which allowed the following parameters to be set: (1) scan 
speed, (2) spatial resolution, and (3) PMT voltage (which determines the PMT gain). PMT voltage 
directly affects the digitized image pixel value amplitudes and the spatial resolution specifies the 
length and width of the square pixels. Scan speed determines how rapidly the image is scanned 
and a slower speed will result in a larger dynamic range because there is more time for an efficient 
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transfer of the stored energy on the plate. The latent image stored on the plate does fade with 
time, [3] so the time between exposure and digitization needs to be accounted for in order to achieve 
the highest accuracy possible. 

We exposed the IP to XUV radiation at the Advanced Light Source (ALS) at Lawrence Berke- 
ley National Laboratory. Beamline 6.3.2 provides virtually monochromatic (E/AE > 7000) photons 
in the energy range of interest, 50 - 1000 eV.[7] The exposure chamber includes calibrated detectors 
that allow the XUV flux to be monitored, shutters, apertures and filters for modulating the beam 
intensity, and a sample stage for positioning the object under test, in our case the IP, in and out of 
the photon beam. 

3. Experiments and results 

Two days of IP exposures will be described here. The goal of the first day was to get measurements 
of the IP sensitivity for just a few energies spread over a wide range. During the second day we 
focused on relatively closely space energies at low photon energy (E <100 eV) and also at the C and 
O K-edges where we expected to see modulations in sensitivity due to absorption in the cellulose 
acetate protective layer. 

On the first day, two IP exposures were done, one IP at 900 eV followed by a second IP with 
exposures taken at 100, 185, 400, and 500 eV. By changing a beamline aperture, power levels 
between -0.1 and ~100 nW were achieved. Since the XUV spot size was only ~100 /im vertically 
by ~300 nm horizontally, the IP was scanned at an average speed of 0.75 cm/sec in the vertical 
direction to produce regions of relatively uniform exposure with peak fluences in the 5-5000 nJ/cm^ 
range (corresponding to 0.5-500 pj/pixel for 100 /^m square pixels). A range of exposures were 
used initially because the sensitivity of the image plate to the XUV was unknown. An example 
of an IP image from the first day is shown in Figure [1} The IP scanner settings were 600 V PMT 
voltage, and a 4000 rpm scan speed. The spatial resolution was held at 100 microns for all the 
scans reported here. Because the IPs were scanned within 5 minutes of exposure, compensation for 
fading was not necessary. [3] 

On the second day of experiments we captured two images. The first exposure explored the 
low energy range and included exposures at 60, 65, 75, 80, and 100 eV in the vicinity of the Ba M4 
and M5 edges. The second exposure was done at 270, 280, 290, 300, 530, 540, 550, and 560 eV, 
bracketing the C K and O K edges. For this second day, the scan speed was reduced to 2000 rpm. 
We think that this changes the shape of the exposed lines sUghtly, but not the integrated values that 
are reported here. In contrast to the first day, the IPs were not scanned within 5 minutes of exposure, 
but rather not until 125 to 197 minutes afterwards. Previous experimental measurements [3] for a 
phosphor without an overcoat indicate a fading time constant of ~36 min while a phosphor with an 
8 micron overcoat had a measured time constant of ~57 min. As shown below, x-ray measurements 
indicate that the overcoat thickness for the IP described here is well below 1 micron, but even if the 
longer time constant is used, the fact that the fading component amplitude is just 31% of the total 
signal [3] means that the maximum error that could be introduced is from 0.8 to 2.5%. Because 
of its small amplitude, we will neglect the fading component in the discussion that follows. The 
measured signals for the two IPs exposed on the second day should be 69% of the amplitude that 
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would have been measured if the IP had been scanned within a few minutes of the exposure, rather 
than 2-3 hours later. 

The results for all the sensitivity measurements are given in Table [l] and Figure ^. Because 
absolute intensity measurements were available for the first day, and only relative intensity mea- 
surements for the second due to a recording error, the second day data is normalized to the first at 
100 eV, the only energy common to both days. The reported values were found by (1) integrating 
an area on the image corresponding to a particular energy exposure, (2) subtracting the integral of 
the same area in an unexposed region of the image (see example in Figure [l]), and (3) normalizing 
by the product of the length of the integral on the IP and the energy deposited per unit length by 
the ALS. 

The effective thickness of the cellulose acetate protective layer can be estimated from the 
height of the absorption feature corresponding to the C K edge, assuming a slow variation in the 
phosphor response for the energies 270, 280, 290, and 300 eV. The chemical formula for the cellu- 
lose acetate was not specified, so estimates were made for C6H202(OH)3 and C6H202(OOCCH3)3., 
the two extremes of C6H202(OH)3_„j(OOCCH3)„, , <m < 3. The areal densities found from the 
fits of the natural logarithm of signal versus linear mass absorption coefficient are given in Table 
2. The areal density value estimate, ~20 /ig/cm^, is about 50 times lower than the expected thick- 
ness based on an application of ~1 mg/cm^ of coating material. At least 3 factors could influence 
this result. First, the phosphor particles as deposited on the IP backing along with a binder, will 
form a surface with finite roughness and voids that would wick up the overcoat material, which 
we assume is applied as a liquid. Secondly, the phosphor particles nearer the surface of the IP 
would have a higher probability of contributing to the detected signal because they have a higher 
probability of (1) being stimulated by the readout laser and (2) having their luminescence escape 
to the IP surface. Finally, when XUV photons produce electrons in the overcoat, phosphor, and 
binder, the phosphor particles near the surface are most likely to be excited by those electrons and 
the secondary electrons that they produce. 

The sensitivity of -25 counts/pj is consistent with the values reported by Meadowcroft et al. 
for a different IP system. In the low energy hmit they reported sensitivities ~0.5 "mPSL/keV."[3] If 
"mPSL" is taken to be 0.001 count, the corresponding sensitivity would be 3.4 counts/pJ, less than 
a factor of 10 different than what we have reported here. We consider this acceptable agreement 
for two IP systems employing similar technology but produced by different suppliers and operated 
by two different research groups. 

4. Conclusions 

We have measured the sensitivity of an image plate at XUV energies between 60 eV and 900 eV 
and the results look promising for imaging applications. The absorption features in the cellulose 
acetate overcoat only modulate the sensitivity by ~60% of the peak value, and the sensitivity at 60 
eV is better than 30% of the peak value. The sensitivity of the IP, 25 ± 15 counts/pJ for a 600 
V PMT bias and 100 micron square pixels, is compatible with 0.1 A (5 V signals recorded by a 
digitizer with 50 ohm termination), 20 ns FWHM signals measured from 1 mm square photodiodes 
with a sensitivity of 0.2 AAV. The corresponding energy fluence, 1 /iJ/cm^, would produce a signal 
of 2500 counts out of a possible ~50,000, if the IP were scanned with 100 micron resolution. From 
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the 600 V PMT setting used here, the bias can be varied between 300 and 1200 V to accommodate 
changes in the XUV source brightness. 
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Figure 1. During the first day a number of different diameter apertures were used to produce a range of 
exposures on the IP. Top: Region of interest (ROI) over which the image was integrated is outHned in red. 
This region corresponds to a photon energy of 185 eV and a beamhne aperture of 3 mm. Bottom: ROI 
corresponds to no exposure and will be used for background subtraction. The exposures from top to bottom 
in this image were separated by 3 mm on the IP and correspond to (1) 185 eV, 1 mm aperture, (2) 185 eV, 
3 mm aperture, (3) 185 eV, no aperture (-10 mm diameter opening), (4) no exposure (provides background 
level), (5) 400 eV, no aperture (-10 mm diameter opening), (6) 400 eV, 3 mm aperture, (7) 400 eV, 1 mm 
aperture. For the weakest two scans, (1) and (7), only the starting and ending points, where the XUV beam 
rested between scans, are clearly visible on the images. The scans look nonuniform (like a series of dots) 
because the stepping mechanism used to position the IP did not move at a constant velocity. 
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Figure 2. The sensitivity of an image plate-image plate scanner combination is -25 ±15 counts/pj over the 
energy range 60-900 eV. The sensitivity is expected to drop at the O and C K-edges since both elements are 
present in the cellulose acetate overcoat, and increase at the Br M4 and M5 edges because Br is present in 
the phosphor. 
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Table 1. Sensitivity data were acquired on two different days. On the first day, the data was absolutely 

calibrated. Only a relative calibration was obtained on the second day, so the sensitivity measurements for 
that day have been scaled at the photon energy common to both days - 100 eV. 



calibration 


photon E (eV) 


sensitivity (counts/pJ) 


absolute 


100 


14.60 


absolute 


185 


36.58 ± 0.56 


absolute 


400 


27.23 ± 0.94 


absolute 


500 


36.50 ± 0.28 


absolute 


900 


33.31 ±9.61 


relative 


60 


11.90 ± 1.17 


relative 


65 


12.30 


relative 


75 


15.94 


relative 


80 


16.50 


relative 


270 


29.40 ± 1.03 


relative 


280 


30.87 


relative 


290 


18.53 


relative 


300 


20.99 


relative 


530 


29.85 


relative 


540 


26.73 


relative 


550 


27.04 


relative 


560 


26.88 



Table 2. Fits of the IP sensitivity near the C K-edge provide and estimate of the cellulose acetate areal 
density, assuming that the signal variation is dominated by the change in XUV absorption. Fit parameters, 
r2 and F, are given in the table as well. 



cellulose acetate formula 


areal density (/xg/cm^) 


unattenuated sensitivity (counts/pJ) 


r2 


F 


C6H202(OH)3 


21.0 ±2.3 


32.9 ± 1.3 


0.977 


84 


C6H202(OOCCH3)3 


18.8 ±2.1 


32.4 ± 1.3 


0.976 


81 


average 


19.9 ± 2.2 


32.7 ± 1.3 
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